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AGELOC BOOST™ 
QUICKSTART GUIDE

Fully charge ageLOC Boost before 

using for the first time.

40 mL ℮ (1.35 FL. OZ.)

ACTIVATING 
SERUM

™

Use with ageLOC Boost Activating 

Serum after cleansing and toning. 
USING AGELOC BOOST

Turn on device by swiping finger up  

full length of touch surface.1
Touch Surface

Touch Surface

2
5

3

4

Dispense three pumps of ageLOC 

Boost Activating Serum onto the 

device treatment surface. Spread over 

one half of the face.

Massage excess Activating Serum into 

skin, then follow with daily serum and 

moisturizer. (Device will automatically 

turn off.)

Begin treatment by swiping finger  

up full length of touch surface. Glide 

treatment surface over face in an 

upward/outward motion.

Repeat STEPS 2 & STEPS 3 on other 

half of the face.


1 min


1 min

X2

TO PAUSE: Swipe down full length of 

touch surface. To resume, swipe up full 

length of touch surface.

TO STOP TREATMENT MANUALLY: 

Swipe down full length of touch  

surface twice.
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ageLOC BOOst™ 
quiCkstart guide

Fully charge ageLOC Boost before 
using for the first time.

Use with ageLOC Boost Activating 
Serum after cleansing and toning. 

Using ageLOC BOOst

Turn on device by swiping finger up  
full length of touch surface.1

Touch Surface

Touch Surface

2 5

3

4

Dispense three pumps of ageLOC 
Boost Activating Serum onto the 
device conductive surface. Spread 
over one half of the face.

Massage excess Activating Serum into 
skin, then follow with your daily skin 
care regimen. (Device will 
automatically turn off.)

Begin application by swiping finger  
up full length of touch surface. Glide 
conductive surface over face in an 
upward/outward motion.

Repeat step 2 & step 3 on other 
half of the face.


1 min


1 min

X2

tO paUse: Swipe down full length of 
touch surface. To resume, swipe up full 
length of touch surface.

tO stOp appLiCatiOn manUaLLy: 
Swipe down full length of touch  
surface twice.



54

   Periodically inspect for damage; never operate the device if it appears to be damaged or 
broken to avoid injuries.  

   agelOC Boost contains a lithium-polymer battery that is not replaceable. to prevent the 
possibility of explosion, never expose the device to heat. Do not store near a heat source, 
such as a radiator, fire, or heat vent. Check with your carrier before shipping or flying with this 
device. 

   rechargeable batteries, like those of agelOC Boost, need to carry a minimal charge in order 
to function properly. For optimal battery life, we recommend charging your device whenever 
low battery is indicated and to avoid storing the device unused for months at a time.

   note, agelOC Boost is charged using inductive charging. always use the provided charger 
when charging. Do not attempt to charge using any other inductive charger. If damaged, 
contact nu skin support services.

   Do not charge this device in the bathroom or near water.

   Do not use harsh chemicals or abrasives on your agelOC Boost device.

   Do not leave agelOC Boost in an overly hot or cold environment for prolonged periods of 
time. store in an indoor environment.

   always place your device on a heat-resistant, stable, flat surface, especially when charging. 

   Use agelOC Boost only as directed and do not use on compromised skin or raised moles. 
Do not use agelOC Boost for longer or more frequently than the application time indicated 
in the usage instructions. regularly clean handgrip.

SAFETY INSTRUCTIONS, WARNINGS, ANd PRECAUTIONS
agelOC Boost and magnetic Charger are tested at pressures matching 4000 m in altitude. 

this appliance contains batteries that are non-replaceable. 

  WARNING: For the purposes of recharging the battery, only use the magnetic 
Charger provided with this appliance.

   the agelOC Boost device is only for use on healthy skin. Do not use if you have open sores 
or wounds, are prone to rosacea, have allergies to metal, or if you have problematic or overly 
sensitive skin. Check with your physician before using if you are pregnant, have a pacemaker 
or similar device, are epileptic, wear metal braces on your teeth, have a metal implant, or in 
case of illness.  

   agelOC Boost is designed for use by adults. Persons with reduced physical, sensory, or 
mental capabilities or lack of experience and knowledge and children above 16 years can use 
the device if they have been given supervision or instruction concerning use of the appliance 
in a safe way and understand the hazards involved. Keep out of reach of children. Children 
should be supervised to ensure that they do not play with the appliance. Cleaning and user 
maintenance should not be performed by children.

   Do not apply directly to lips, eyes, or eyelids. the device and activating serum are for 
external use only. If you experience any swelling, prolonged redness or abnormal irritation, 
discontinue use immediately and seek medical advice if necessary. new agelOC Boost 
users and those with sensitive or allergy-prone skin should always test on a small area of skin 
before using the product as directed.

   to reduce the risk of shock, burn, fire, or injury, do not fully immerse your agelOC Boost 
device in water. Do not place or store where it may fall or be pulled into a bathtub, shower, 
sink, or toilet. 
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When charging begins, agelOC Boost will vibrate once and the leD light bar will slowly cycle 
up—this indicates the device is charging and displays the current level of battery charge. 

 
after two minutes, the light bars will glow on and off to indicate the current battery level. Once 
the device is fully charged, the lights will stop glowing on and off and the leD light bars will 
remain dimly lit. 

agelOC Boost is charged using inductive charging. always use the provided charger to charge 
the device. Do not attempt to charge using any other inductive charger. If damaged, contact nu 
skin support services.

BEFORE YOU BEGIN
Please read all safety and technical information before operating agelOC Boost.

CHARGING YOUR AGELOC BOOST™ dEVICE
Fully charge agelOC Boost before using for the first time. 

Before charging, make sure both the device and the magnetic charger are completely dry.

Place the device on the magnetic charger (in the correct position, see diagram). make sure the 
magnets snap into position. Plug the UsB cable into a power source. 

Charge agelOC Boost completely. 
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STEP 2 Dispense three pumps of agelOC Boost activating serum onto the device’s conductive 
surface. Using the device, spread activating serum evenly over one half of your face. 

STEP 3 Begin application by swiping your finger up over the full length of the touch surface. the 
device will gently vibrate indicating application is in progress. Place conductive surface on face 
and begin the application on the skin by using slow movements in an upward and outward 
motion for one minute.   

                                                                             

USAGE INSTRUCTIONS
Use agelOC Boost™ as part of your morning skincare routine, after cleansing and toning. 

Please nOte: agelOC Boost has been specifically designed to be used with agelOC Boost 
activating serum. For your safety and comfort, we do not recommend using the device with 
any product other than activating serum.

APPlIcATIoN TImE
an application consists of two (2) one-minute, half-face application. after one minute, agelOC 
Boost will pause briefly to allow you to apply additional agelOC Boost activating serum to the 
conductive surface before you begin taking care of the second half of your face.

STEP 1 turn on the device by swiping your finger up over the full length of the touch surface. 
lights will turn on.

                                            

touch surface

touch surface


1 min
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To PAuSE APPlIcATIoN at any time, simply swipe down over the full length of the touch 
surface. swipe back up full length of touch surface to resume.

 
                                                                    pause                        resume

To SToP APPlIcATIoN mANuAlly During usage, you can stop the device at any time by swiping 
down the full length of the touch surface two times.  

X2

  

PlEASE NoTE: agelOC Boost was designed to slowly glide across the skin’s surface during use 
and should not be held in one spot. If you experience any prolonged redness or abnormal irritation, 
discontinue use immediately and seek medical advice if necessary. 

STEP 4 after the first one-minute application is complete, the device will pause automatically. 
Dispense an additional three pumps onto the conductive surface of the device, and spread 
evenly over the other half of the face. swipe up the full length of the touch surface. the device 
will resume gently vibrating. Continue using slow, upward and outward motions for the 
remaining minute. 

                                               

 

STEP 5 the device will automatically turn off after completing a full application cycle. Once 
application is complete, massage excess into skin, then follow with your daily skincare routine.

touch surface


1 min
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CLEANING ANd CARING FOR YOUR  
AGELOC BOOST dEVICE
agelOC Boost should be cleaned according to these instructions after each use to avoid the 
accumulation of residue. after every application, rinse agelOC Boost conductive surface under 
running water to ensure debris and product is removed from crevices. thoroughly wipe the 
device dry with a soft washcloth. store in a dry place.

TROUBLESHOOTING
loSS of coNducTIvITy duRING uSAGE: If the microcurrent conductivity is temporarily lost, the 
device’s leD light bar will flash in continuous sets of five short flashes coupled with five sharp 
vibrations. If this happens, apply more agelOC Boost activating serum to the device’s 
conductive surface. swipe up along the touch surface to resume application. 

uNRESPoNSIvE dEvIcE: swipe up slowly from the bottom of the device along the full length of 
the touch surface. If the device still does not respond, charge it fully and try again. If the device 
still fails to respond, contact nu skin support services. 

loW BATTERy: the bottom light on the device will turn amber. Charge the device. 

ExTREmE loW BATTERy: the amber light at the bottom of agelOC Boost will flash repeatedly 
when the user attempts to start an application. this indicates there is not enough battery 
remaining to perform an application, and the device will turn off. Charge the device.

dEVICE dISPOSAL
You must dispose of agelOC Boost properly according to local laws and regulations. agelOC 
Boost contains electronic components and a lithium-polymer battery, which requires disposal 
separate from household waste. When agelOC Boost reaches its end of life, contact your local 
waste management department to learn about proper disposal and recycling options.  

Dispose of Batteries Properly for Your area



1514

MAINTENANCE
Do not attempt to repair the device yourself. this will void any warranty. there are no user-
serviceable parts. 

Do not ship damaged devices by air. 

TECHNICAL INFORMATION
ageloc Boost 
maximum Output:
5 v, 250 µa, 0.414 hz

 IP25
 Charge only with agelOC Boost magnetic Charger.  

If damaged contact nu skin support services.

ageloc Boost magnetic charger
Input: 5 v  500 ma

 IP22

electromagnetic Compatibility: Complies with the requirements of the emC Directive 
2014/30/eU 
safety: Complies with the requirements of the low voltage Directive 2014/35/eU 
Weight of the device and battery pack: 69.5 g

MAINTENANCE, REPLACEMENT ANd WARRANTY 
INFORMATION
lImITEd TWo-yEAR WARRANTy: nu skin® guarantees your device to be free from defects in 
materials and workmanship for a period of two years from the original date of delivery to you. 
this warranty does not cover damage to the product as a result of misuse or accident. If the 
product becomes defective within the two-year warranty period, please call your local nu skin® 
support to arrange for a repair or replacement. You may be required to present a formal sales 
receipt showing the delivery date. nu skin® reserves the right to inspect the device. this 
warranty does not affect your statutory rights in law specific to the country of purchase, such 
rights remain protected. this warranty is valid in austria, Belgium, Czech republic, Denmark, 
Finland, France, Germany, hungary, Iceland, Ireland, Israel, Italy, luxembourg, norway, Poland, 
Portugal, romania, russia, slovakia, south africa, spain, sweden, switzerland, the 
netherlands, Ukraine and United Kingdom.

PATENTS
numerous U.s. and international patents pending.

dEFINITION OF SYMBOLS
Symbol definition

Warning

Consult User’s manual

Dispose of Batteries Properly for Your area

Class III appliance supplied from a separated 
extra-low voltage (selv) power source

Charge only with specified charger

Direct Current
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